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INTENDED USE
Sterilization: This solution should be used for the

sterilization of heat sensitive medical equipment for which
alternative methods of sterilization are not suitable. Medical
equipment which should always be sterilized is that which
is categorized as critical (e.g., used in procedures in which
contact will be made with tissue that is normally considered

sterile).
High-Level Disinfection: This solution should be used for
the high-level disinfection of heat sensitive medical
equipment for which sterilization is not practical. Medical
equipment which should always be subjected to high-level
disinfection or sterilization is that which will be used in
procedures categorized as semi-critical (e.g., used in
procedures in which contact will be made with mucous
membranes or other body surfaces which are not normally

considered sterile).
PRECAUTIONARY STATEMENTS
HAZARDS TO HUMANS AND DOMESTIC ANIMALS

DANGER: Keep Out of Reach of Children. Contains
Hydrogen Peroxide and Peracetic Acid.

Direct contact is corrosive to exposed tissue, causing
irreversible eye damage and skin irritation/damage. Do not
get into eyes, on skin or on clothing. Appropriate hand, eye
and face protection (goggles, face shield, or safety glasses)
as well as liquid proof gowns should be worn when cleaning
and sterilizing/disinfecting soiled devices and equipment.
Avoid contamination of food. Use in a well ventilated area in

closed containers.
Nash thoroughly with soap and water after handling.

{armful if inhaled. Avoid breathing (vapor or spray
ist). Remove contaminated clothing and wash clothing

sfore reuse.
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STORAGE AND DISPOSAL
DO NOT ALLOW COMPLIANCE TO FREEZE. Do not use

Compliance that has been frozen and thawed. Do not
use Compliance that has a cloudy appearance or has

visible precipitants.
Compliance solution should be stored in its original sealed
container at room temperature 15°-30°C (59-86°F).

Container Disposal: Container must be triple rinsed and
disposed of in accordance with federal, state and/or local

regulations.
Used Solution Disposal: Used solution should be
disposed of in accordance with federal, state and/or local

NOT FOR
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regulations.
TOXICOLOGICAL INFORMATION

Statement of Practical Treatment:
In case of contact, immediately flush eyes or skin with

copious amounts of water for at least 15 minutes. For eyes,
gel medical attention. Harmful if swallowed. Drink large
quantities of water and call a physician immediately.

NOTE TO PHYSICIAN: Probable mucosal damage from
oral exposure may contraindicate the use of gastric lavage.

For product or technical information, contact
Metrex at 800-841-1428 or visit our web site

at www.metrex.com.

Manutfactured For:
METREX® RESEARCH
1717 West Collins Avenue
Orange, CA 92867

Metrex



Christina Zimmerman
Text Box
9591.55

HDOA Accepted


USAGE: Compliance is a liquid chemical sterilant and high-level
disinfectant for medical instruments/devices when used according to the

DIRECTIONS FOR USE.
14 Day Extended Reuse Solution at 68°F (20°C)

DIRECTIONS FOR USE
IT IS VIOLATION OF FEDERAL LAW TO USE THIS PRODUCT IN A MANNER

INCONSISTENT WITH ITS LABELING.
Compliance is a ready to use sterilant/disinfectant solution. Compliance
can be used in manual (bucket and tray) systems made from
polypropylene, ABS, polyethylene, glass-filled polypropylene or specially
molded polycarbonate plastics and stainless steel. Record initial date of
use and the expiration date (14 days hence) in a log book or a label
affixed to any secondary container used to contain the solution. The

used solution must be discarded after 14 days.

DIRECTIONS FOR CLEANING/DECONTAMINATION
Blood and other body fluids must be thoroughly cleaned from the

surfaces, lumens, and objects before application of the disinfectant or
sterilant. Blood and other body fluids should be autoclaved and disposed

of ‘according to all applicable federal, state and local regulations for

infectious waste disposal.

For complete disinfection or sterilization of heat sensitive medical
instruments and equipment, thoroughly clean, rinse and. rough dry
objects before immersing in Compliance. Cleanse and rinse the lumens
of hollow instruments before filing with Compliance. Refer to the
reusable device manufacturer's labeling for instructions on disassembly,
decontamination, cleaning and leak testing of their equipment.

DIRECTIONS FOR STERILIZATION
(Bucket/Tray Manual System)

Sterilant: Compliance is a sterilant for medical instruments/devices when
used or reused, according to the DIRECTIONS FOR USE, at 68°F (20°C)
with an immersion time of 180 minutes (3 hours) for a use period not to

exceed 14 days.

immerse medical equipment/devices completely in Compliance for a
minimum of 180 minutes (3 hours) at 68°F (20°C) to eliminate all
microorganisms including Clostridium sporogenes and Bacillus subtilis
spores. Remove equipment from the solution using sterile technique and

rinse thoroughly with sterile water.

DIRECTIONS FOR HIGH-LEVEL DISINFECTION
(Bucket/Tray Manual System)

High-Level Disinfectant. Compliance is a high-level disinfectant for
medical instruments/devices when used or reused, according to
the DIRECTIONS FOR USE, at 68°F (20°C) with an immersion time of 15
minutes (see insert) for a use period not to exceed 14 days.

Immerse medical equipment/devices completely in Compliance for a
minimum of 15 minutes at 68°F (20°C) to destroy all pathogenic

microorganisms, except for large numbers of bacterial endospores, but
including Mycobacterium strains as represented by M. bovis (Quantitative
TB Method). Remove equipment/devices from the solution and rinse
thoroughly with sterile or potable water, followed by an alcohol rinse.

Refer to package insert for more detailed usage/product data.
Lot # and expiration date printed on container.
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